Performance assessment of the BD MAX Cdiff assay in comparison to Xpert C. difficile assay in a setting with very low prevalence of toxigenic Clostridium difficile PCR ribotype 027.
In a clinical setting with low prevalence of 'epidemic' PCR ribotype 027, the BD MAX Cdiff assay was found to be a suitable alternative to the Xpert C. difficile assay for the detection of toxigenic Clostridium difficile in samples which are reflex PCR tested after obtaining a discrepant immunoassay result. There was no significant difference between the sensitivities and specificities of both commercial molecular assays.